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Purpose: This study investigates the psychosocial aspects of adolescent medical device use 
and the impact on adolescent adherence and goals for the transitional years between child and 
adulthood. 

Patients and methods: Interviews were carried out with 20 adolescents with cystic fibrosis, 
investigating adolescent medical device use and experiences in relation to their personal and 
social lives and development through the adolescent years. The qualitative dataset was themati- 
cally examined using a content analysis method. 

Results: The results show that adolescent users of medical technologies want their independence 
and capabilities to be respected. Adolescent adherence to medical device use was associated with 
short- and long-term motivations, where older adolescents were able to comprehend the longer- 
term benefits of use against short-term inconvenience more acutely than younger adolescents. It 
was suggested that medical devices could provide a tool for communication with families and 
clinicians and could support adolescents as they take responsibility for managing their condi- 
tion. Themes of "fitting into teenage life" and "use in the community" were associated with 
adolescents' needs to form their own identity and have autonomy. 

Conclusion: This study shows that adolescent needs regarding medical device use are complex. 
It provides evidence to suggest that devices designed inclusively for adolescents may lead to 
improved adherence and also facilitate transition through the adolescent years and achievement 
of adolescent goals. 

Keywords: young people, teenagers, technologies, compliance, transition, user requirements 

Introduction 

Medical device users are not homogeneous and therefore it is sometimes relevant to 
understand the needs of specific populations so that these needs might be met for maxi- 
mum patient benefit. 1 Medical device use by adolescents is an area of research that has 
received little attention, 2 and therefore, the needs of this population are not currently 
well understood. Medical advances, including the provision of clinically effective medi- 
cal devices, can improve life expectancy for people with chronic conditions, thereby 
increasing the number of adolescents with chronic conditions, 3 and subsequently, the 
number of younger users of medical devices. 

Chronic conditions provide additional complications to the process of transitioning 
from child to adult. 4 Figure 1 is a representation of adolescent transition and the associ- 
ated goals derived from adolescent cognitive and social development literature. 5 

Achieving adolescent goals are as important to adolescents with chronic conditions 
as to those without; however, transition may be affected by the additional burden of 
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Figure I Adolescent development from child to adult. 



disease. 6 Adolescent health researchers describe how ado- 
lescent adherence to treatment regimens is often low and 
that poor adherence and health behaviors in adolescence are 
highly indicative of conduct in adulthood 7 and can therefore 
be detrimental to long-term health outcomes. 8 

Nonadherence has been described as a "rational choice as 
patients attempt to maintain their personal identity, achieve 
their goals, and preserve their quality of life." 9 This demon- 
strates that adolescent goals are intrinsically linked with the 
concept of adherence and, as such, medical devices should 
be developed with an awareness of this issue. 

In common with the fact that there is often less con- 
sideration of adolescent user requirements of health care 
services and activities, 10 there is a statement of need for 
patient-centered information technologies to assist adoles- 
cent health care transitions. 11 Medical device manufacturers 
focus predominantly on children, adults, and the elderly in 
the development and testing of their products. 2 As a result, 
adolescents often have to use devices that are designed for 
adults or children. This raises a number of questions: 

• Are these devices appropriate for adolescent users? 

• How does the design of these devices affect adherence? 

• What role do devices play in adolescent management of 
chronic conditions? 

This paper explores these questions and the relationship 
between these issues and adolescent developmental goals 
through a case study of cystic fibrosis (CF) and a medical 



device - the acapella* (Smiths Medical, St Paul, MN, USA) - 
used to treat this condition. 

Please note that this paper considers the general process 
of development from child to adult. References to "transition" 
do not refer to the health care transition process defined as 
the "purposeful, planned movement of adolescents and young 
adults with chronic physical and medical conditions from 
child-centered to adult-oriented health care systems." 12 

Cystic fibrosis 

CF affects over 70,000 individuals worldwide and is "the 
most commonly inherited profoundly life shortening 
disease." 13 Management is burdensome and involves regular 
drugs and daily airway clearance by physiotherapy. 14 CF 
can significantly affect an adolescent's biological, mental, 
and psychosocial health 6 and may affect the goals shown in 
Figure 1. 

Device: the acapella® 

Physiotherapy for airway clearance mobilizes mucus from 
the lungs, helping to reduce infections, and is a critical, but 
often the most troublesome, aspect of CF management. 15 
Responsibility for this starts with parents and is gradu- 
ally taken on by the patient during late childhood or early 
adolescence. 16 The acapella® (Figure 2) is a CF physiotherapy 
device that is commonly used by adolescents with CF, and 
for which adherence to use is a known issue. 5 



submit your manuscript | www.dovepress.com 
Dovepress 



Patient Preference and Adherence 2014:8 



Dovepress 



Medical device design for adolescent adherence and developmental goals 




Figure 2 The acapella® physiotherapy device (Smiths Medical, St Paul, MN, USA). 

Methods 

Twenty participants were recruited using purposive sam- 
pling from pediatric and adult CF clinics within a regional 
UK hospital trust. Eligible participants were aged 1 1 to 20 
years with previous or current experience of the acapella®. 
Participant details are given in Table 1 . 

The protocol was designed in collaboration with pediat- 
ric CF physiotherapists, and was also informed by previous 
research. 17 Pictorial vignettes were used to stimulate the 
discussion. 18 Ethical approval for the study was obtained 
from the UK National Health Service National Research 
Ethics Service. 

The participants had varying experience with the 
acapella®. Two were new (<2 weeks) users. Six participants 
had experience of using the acapella®; ranging from 3 months 



Table I Participant details 



Participant no 


Sex 


Age (years) 


Accompanying 
person 


1 


M 


20 


Mother 


2 


F 


20 


Boyfriend 


3 


M 


19 


Alone 


4 


M 


18 


Alone 


S 


F 


13 


Mother 


6 


M 


15 


Stepfather 


7 


F 


16 


Mother 


8 


M 


1 1 


Father 


9 


M 


16 


Alone/mother 


10 


M 


13 


Father 


1 1 


M 


1 1 


Father 


12 


F 


19 


Boyfriend 


13 


F 


20 


Mother 


14 


M 


17 


Father 


15 


M 


1 1 


Grandmother 


16 


F 


14 


Sister 


17 


M 


20 


Alone 


18 


M 


20 


Alone 


19 


M 


20 


Father 


20 


F 


19 


Alone/boyfriend 



Abbreviations: F, female; M, male. 



to 4 years, but had abandoned it in favor of alternative devices 
or therapies. All participants had used other physiotherapy 
devices and airway clearance techniques. Semi-structured 
interviews (see Table 2 for the interview schedule) took 
place in the CF clinics or inpatient wards. Informed 
consent was obtained from participants over 16 years of 
age. Assent was ensured for participants younger than 16 
years, for whom informed consent was obtained from parents/ 
guardians. 

Data analysis 

Content analysis, a quantitative approach to thematic analy- 
sis for qualitative data, 19 was undertaken. Transcription and 
coding 20 were performed in NVivo™ software (version 9; 
QSR International Pty Ltd, Doncaster, VIC, Australia) until 
no new associations could be found. The dataset and emer- 
gent themes were reviewed by three independent human 
factor practitioners from the University of Nottingham 
and reliability of the findings was affirmed by practitioner 
agreement. In the following sections, "refs" indicates how 
many data references were coded within a theme. 

Results and discussion 

This paper presents the psychosocial aspects of adolescent 
device use and how these affect adolescent goals. The results 
of how physical device design affects use are reported 
elsewhere. 21 

Respecting independence and capabilities 

The data suggest that adolescents with CF want the oppor- 
tunity to be in control and would like medical devices to 
help promote their independence. The qualitative responses 
from the adolescents asserted that the current acapella® 
design does not facilitate CF management, as there is a lack 
of feedback mechanisms to support the user in their long 
term use of the device. Adolescents associated this lack of 
feedback as being a barrier to their autonomy and indepen- 
dent use of the device, whereby they could not monitor their 
adherence for personal information nor could they use that 
information to demonstrate adherence to parents or health- 
care professionals. Twelve of the participants reported that 
functions such as user interfaces and programmable alerts 
for physiotherapy breathing routines or long term monitoring 
of duration and frequency of physiotherapy sessions could 
facilitate independent physiotherapy without monitoring by 
parents. Blood glucose monitors were cited by participants 
as devices with functionality that assisted communication 
and adherence. 
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Table 2 Interview schedule 



Stage 



Description 



Materials 



Pre-interview formalities 



Collection of participant 
background information 

Review of acapella® device 



Review and investigation of 
adolescent needs regarding 
use of medical device 



Participants' feedback about 
interview method 

Interview close 



Researcher introduction and a verbal description of the 
research project and aims is given. Participant and guardian 
(if participant is under 1 6 years old) read information 
sheets. Questions invited from participants and guardians. 
Participants and guardians asked to fill in the informed 
consent and assent forms. 

Questions asked to obtain participant information and 
background, specifically about experience of other airway 
devices. 

Questions designed to critically assess the current 
acapella® device, with each patient using their experiences 
to discuss positive and negative aspects of the current 
design and to express their preferences. 
Questions to encourage the participant to think 
expansively about design of their medical device and 
suggest ideas about how the acapella® device could better 
meet their own needs or the needs of adolescents in 
general. Pictorial vignettes of modified fictional acapella® 
designs were presented to participants as inspiration. It was 
explained that the images were "mock designs" that were 
developed from a previous study involving adolescent 
students in schools and not real devices. Participants 
were encouraged to think about their use of the device 
and how it fits in with their lives. During this exercise, 
participants were invited to illustrate their ideas on 
drawing boards or to brainstorm any of their thoughts. 
Questions designed to obtain feedback from the 
participants about their experiences during involvement in 
the research and of the methods used during the interview. 
Participants were asked if they had any queries regarding 
the interview or the study. 



Participant information sheets and consent 
and assent forms. 



Interview schedule. 

3 x vignette posters per participant. 

Individual stationary packs, including a ballpoint 
pen, colored marker pens, and pencils. 



Refreshments, water bottles, candies, and cookies. 
Audio recorder. 

Antiseptic wipes to clean clipboard at the end of 
each interview prior to the next participant. 



Note: Acapella* Smiths Medical, St Paul, MN, USA. 



That's what I like about the diabetes monitor. My parents can 
check it and then they don't get on at me so much if they know 
I might get caught out if I don't do it. [Male, 20 years] 

A common theme arising among the participants was 
their desire to be treated like adults and to be more involved 
in the management of their health care needs (32 refs). It 
was suggested that technology could enable individuals to 
better manage their health care needs and aid other aspects 
of "growing up", such as education and relationships. These 
objectives align with the adolescent goal of autonomy 
(Figure 1) and suggest a potential role for medical devices 
in supporting adolescent transition services. 

"Having a voice" (23 refs) was an important aspect of 
personal assimilation of independence but did not occur as 
much as participants would like: 

They should really talk to us, about what we want. At the end 
of the day it's us who use it every day. [Male, 20 years] 

This supports previous research, in which adolescents 
with CF (13-16 years old) expressed a desire to be seen on 



their own during consultations. 22 The adolescents in our study, 
from both pediatric and adult clinics, felt that consultations 
were directed at parents and reported that, if the acapella® 
could be redesigned to enable self-monitoring (63 refs), it 
might be a more useful tool. It was suggested that this would 
enable them to increase responsibility for their health care and 
improve communication with health care staff and parents. 

It was also suggested that remote monitoring technologies 
might enable users to test their airway clearance technique 
more frequently, without having to visit hospital (43 refs). 
One improvement suggested was implementation of a device 
that could measure how the acapella® was being used that 
would then send this information for review by clinicians, 
potentially reducing clinic time and increasing time in con- 
sultations for discussion of health and lifestyle (15 refs): 

If you could do that so it registered and then you could email 
it to the doctors or the CF team, so instead of doing it [phys- 
iotherapy] here and then going away for three months . . . and 
it's different here anyway from at home ... so there could be 
a continual record. [Mother of adolescent CF patient] 
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The data suggest that there is a relationship between 
respecting adolescent independence and capabilities and the 
goals of adolescence (Figure 1) and that medical device design 
and use may affect and be affected by adolescent maturity. 
This suggests that good design could facilitate the transition 
to autonomy, which poor design could hinder. 

Motivation and incentive 

Twelve of the 20 participants expressed that their motivation 
(30 refs) to carry out physiotherapy is sometimes low, largely 
due to the repetitive nature of the task: 

I find it boring and I'm looking at the time all the time, 
every 5 minutes and that. [Male, 19 years] 

Ullrich describes the intrusiveness of treatment and rec- 
ommends that health care systems should be evaluated to 
identify factors that facilitate patient adherence and reduce 
burden. 23 The interview data support this previous work, indi- 
cating that the monotonous and intrusive nature of medical 
device use plays a role in adherence. 

Younger participants reported awareness of the long-term 
benefits of physiotherapy but acknowledged that it was not 
always an incentive in the short term. Older adolescents 
were more motivated in the short term to perform their 
physiotherapy, perhaps as the result of more appreciation of 
long-term outcomes. This capacity to comprehend long-term 
outcomes is associated with the adolescent goal of abstract 
thinking; development of this goal contributes to changes in 
perspective and affects behavior change. 24 

Participants aged 1 6 years and younger revealed a desire to 
be entertained during physiotherapy. Gaming and music were 
suggested as ways that devices could achieve this (24 refs): 

On the website there could be games when you have to 
jump and stuff but you'd have to do that by blowing in your 
acapella*. It could be racing and it could be sensor activated 
so when you move it to the left and blow it moves it to the 
left and when you move it to the right and blow it moves to 
the right. [Male, 1 1 years] 

These findings suggest the growth of competency and 
maturity during adolescence (Figure 1), illustrating how 
adolescents can understand the consequences of nonadher- 
ence, a capacity that children are unlikely to have. The data 
also suggest that medical devices could potentially support 
adolescents in developing this competency through motiva- 
tion and engagement in self-management. 

A lack of variation and choice about device options, 
aesthetics, and interactions may also contribute to lack of 
satisfaction and poor adherence: 



[The device is] just so boring . . . like, you want to be able to 
change things when you want. [Female, 14 years] 

Customization and disguise were suggested as ways 
that the acapella® could be modified to be more socially 
acceptable (ten participants). Older participants ( 1 8-20 years) 
were less likely than younger participants to consider aesthet- 
ics to be important; however, they did acknowledge that this 
aspect may be important to younger users as they learn to 
live with CF (five refs): 

For some people personalizing your device might help. 
Probably for younger people, you know like younger 
teenagers and kids, it makes it easier. [Male, 20 years] 

Choice was talked about in relation to "normalization" 
of the medical devices and chronic condition management, 
and is a concept that has previously been linked with identity 
formation in adolescents 26 (Figure 1). 

The relationship of motivation and adherence incentive 
to the goals of adolescence, as suggested by the data, are 
shown in Figure 1, and the data further suggest that medical 
device design can be related to adolescent identity forma- 
tion and self-determination. Furthermore, adherence has 
been shown to be influenced by the ability of adolescents to 
think abstractly about future consequences, an ability that is 
indicative of increasing maturity. 25 

Fitting in with adolescent life 

The interviews revealed that adolescents value ease and 
efficiency of use: 

You just want to get on with it at the end of the day, as quick 
as possible without any faffing. [Female, 16 years] 

Improved efficiency was cited as a factor that would help 
a device "fit in" with daily life (43 refs). This was mentioned 
along with frequency and duration of use and correct tech- 
nique (eg, posture, breathing routine), with some participants 
reporting that a feedback function on the device might 
improve these use issues. In this study, a lack of feedback also 
contributed to a lack of perceived benefit, which supports the 
finding of George et al, that a lack of negative impact from 
skipped treatments and failure to achieve symptom relief 
contribute to nonadherence. 27 

Convenience (22 refs) and discreteness (12 refs) were 
also significant factors: 

If it's not so noticeable ... it could be more disguised 
really. Or if it had a case, then you wouldn't be able to see 
what it is anyway. I'd feel more comfortable with it. [Male, 
19 years] 
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An important concept is how the device can be integrated 
into the user's life while not drawing attention to the user's 
condition. The acapella® was compared unfavorably to blood 
glucose monitors, which were considered more discrete and 
socially acceptable, examples given included the provision 
of a case to put the device and disposables in, that they were 
more common and people knew what they were used for and 
that they could be more easily hidden and carried in a pocket 
or bag (five participants). 

Half of the participants had at some point abandoned 
the acapella® to test out other devices and airway clearance 
techniques and stated that this was because it did not fit in 
with their lifestyle: 

It was just that I got taught a new way of doing my physio and 
it seemed to work better for me. I'm not very productive most 
of the time and just doing that seemed to fit in better with my 
life because you can do it anywhere rather than taking your 
acapella® with you all the time. [Male, 20 years] 

This supports the case that adherence to medical device 
use can be affected by whether or not it "fits into" the 
adolescent's life. This theme is closely tied with the goal of 
autonomy of the adolescent, their management of personal 
health behaviors, and how the role of a device in a young 
persons life can influence identity formation. 

Device use in the community 

Specific locations of use were discussed by 17 participants 
(43 refs). Six male participants admitted to only using their 
device at home and not in other environments. In contrast, 
none of the females stated that use of their acapella® was 
restricted to the home and disclosed locations of use that 
included school, in the car, and at a boyfriend's or friend's 
house. This links to the themes of privacy ( 1 7 refs) and social 
acceptance and suggests sex differences associated with 
adolescent medical device use. 

As adolescents become increasingly independent, use 
environments will become more varied. Older adolescents 
in this study tended to have wider spheres of usage than 
younger adolescents, including school and social trips and 
overnight stays at friends'/partners' houses. The challenges 
of leaving home to go to university were also mentioned. 
The impact of this increasing independence was described 
by a parent: 

I think from your perspective, being a young teenager, you 
need a bit more adult supervision. When you're getting 
older, you'll probably want a bit more independence, but 



also you may want to use it away from home. The more 
you become a teenager, the more after school activities 
you're doing, less time you have at home, you might find 
opportunities when you can do it away from home. [Father 
of adolescent CF patient] 

Seven participants identified holidays as an issue for 
adherence. Some perceived holidays as a "break" from airway 
clearance and reported that they sometimes did not take their 
acapella® away with them. Specific issues with travel were 
the size, weight, and portability of the device: 

It's a pain to pack everything. When you've got a maximum 
weight on your luggage, you've got to be careful. [Female, 
20 years] 

There are many complex issues that affect how 
adolescents use medical devices in the community. Many 
factors appear to affect adherence, including stage of ado- 
lescence, sex, confidence, and lifestyle. This theme links to 
the adolescent goals of maturity, assimilation of autonomy, 
and self-determination (Figure 1). 

Information 

The exchange of information (24 refs) was a topic raised 
during the interviews, particularly in relation to monitoring 
and independence. 

Information pathways rely heavily on users having good 
relationships with health care professionals, and it was sug- 
gested by the adolescents interviewed that this could be facili- 
tated by medical devices. Participants suggested that sharing 
information from the device with health care staff could 
improve communication with health care professionals: 

It would be a help towards, when you come here [the 
hospital] and they say your lung function is down. . . . You 
can say, "But look at this, I've been breathing like this." 
[Female, 19 years] 

The need for training was discussed by six participants 
(12 refs), and was mainly related to new users learning to 
use the acapella*: 

If someone puts it in front of you without telling you 
much, they just expect you to know. That's what happened 
with me but if they tell you more it's better for being able 
to use it, I didn't get told very much. [Male, 1 8 years] 

Seven participants reported concerns about long-term 
use of the device and deterioration of technique when 
away from the clinic. They suggested that online resources 
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with help pages and technique demonstrations in addition 
to videos and games would enable them to check their 
technique: 

Sometimes you're not sure, even though you have been 
shown how to do it, if I've not used it for a couple of weeks 
and I forget, I have to ring up and ask how to do it. It would 
be quite good if there was something about how to do it on 
the thing or online. [Male, 19 years] 

These admissions suggest that users of the acapella® 
device need ongoing training support to maintain cor- 
rect technique. Awareness of the importance of this 
issue shows that the participants had the capacity to 
evaluate their physiotherapy technique and the compe- 
tence to understand the benefits of correct and regular 
physiotherapy. 

The participants frequently made reference to wider 
issues associated with social acceptance, social awareness of 
CF, and society (66 refs). Some participants experienced dif- 
ficulties at school and suggested that improved information 
provision could have a positive impact on social acceptance 
and awareness of CF, in particular, and of medical condi- 
tions generally: 

There needs to be more information and get people to 
know about it [CF] better ... they just don't get what I need. 
[Female, 14 years] 



Discussion 

Considering the research questions stated at the beginning 
of this study, it appears that, in the case of the acapella®, the 
device is appropriate for adolescent use but requires modifi- 
cation to fully meet adolescents' needs. Participants reported 
design issues associated with personal and social aspects of 
use, providing evidence that design can negatively affect 
adolescent adherence. Currently, the device does not play 
a large role in the management of chronic conditions, but 
this study has identified a number of ways that patient users 
of the device thought that changes in design could improve 
adherence, self-management, and adolescent progression 
into adulthood. 

Adolescent medical device use 

This study supports the work of Withers 6 in showing that 
adolescents with CF want to be able to be independent and 
control the management of their condition, and suggests that 
appropriately designed devices can be a tool that supports 
adolescent independence and comanagement of conditions. 11 
The data elicited from participants also support the findings 
of George et al, who found that adolescents approaching 
adulthood tend to have an increasing awareness of their 
condition and understanding of the challenges of adhering 
to treatment. 27 

Motivation and incentive appear to be key issues of 
adolescent medical device use, and this finding aligns with 



Concrete thinking 



Immature 



Experiences regarding 
individual goals and support 



Incapable to consent 




Device design should: 



Encourage independence 
Facilitate incremental control 
Be motivational 
Afford user choice 
Provide feedback 



Transitional goals 
Independence 
Employment 
Social interaction 
Adult rules in family 



Abstract thinking 



Mature 



Capacity to consent 



Identity shaped by parents Present as socially acceptable Self determination 

Offer information 



Dependence 



Personal autonomy 



Childhood 



V 

Adolescence 



Adulthood 



Applicable to both healthy adolescents 
and those with chronic conditions 



Figure 3 Medical devices as facilitators for achievement of adolescent goals and adherence. 
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established theories of medical and assistive technology 
nonuse and abandonment. 28 The work of Christenson et al 
has previously demonstrated health care benefits when 
simulation and gaming are used in adolescent health care 
interventions, 29 a concept which is reinforced by the adoles- 
cent perspectives within this study. Further work should be 
conducted to consider how medical devices can be designed 
to take advantage of these technologies. 

Adolescents want their devices to physically and socially 
fit in to their everyday lives. They also expressed a need for 
medical devices to support them and their families to inte- 
grate treatment into the daily routine, whilst enabling them 
to maintain optimal adherence to long term therapies. This 
study shows that design should take account of the realities 
of users' lives, so that they are willing to carry and use their 
devices in a variety of settings, and ensure that devices are 
designed to fit into everyday routines to maximize benefits 
and efficiency of use. This supports the work of Withers, who 
advocates systems that assist patients with "scheduling and 
time management, allowing some degree of choice, setting 
realistic goals, negotiating treatments based on amount of 
time required." 6 

Adolescent goals 

Figure 3, which is a modified version of the adolescent tran- 
sition diagram shown in Figure 1, provides an overview of 
the role of technology in this transitional period. The middle 
section illustrates how medical device design has the potential 
to benefit adolescents with a chronic condition. In particular, 
device design should 1) contribute to improved adherence 
and self-management and 2) assist the transition from child 
to adult. This diagram of adolescent development visually 
articulates how successful transition from childhood to adult- 
hood "should promote autonomy and responsibility with 
respect to one's health" 16 and presents the ways that medical 
device design can provide tools and mechanisms to support 
the young user in this process. 

This model can be utilized by adolescent health prac- 
titioners, academics, and health technology developers to 
inform their understanding of adolescent medical device 
requirements, preferences, and use with regards to adherence 
and personal development. 

Limitations 

This study took place within CF hospital clinics and inter- 
views were sometimes interrupted or prematurely ended 
due to clinical scheduling. Another environment, in which 



interviews would not have been disturbed, may have been 
preferable. 

Another limitation of this study is that, although par- 
ticipants were advised that there were no wrong answers 
and their responses were not being reported to clinicians or 
parents, there may still have been an element of censorship 
with the discussions, especially due to the interviews taking 
place in the clinical environment. 

This study was not hypothesis driven and, as such, the impact 
of device design on quality of life was not anticipated, emerging 
only during the analysis of the data. Future work in this area 
would benefit from the additional use of a validated tool such as 
the Cystic Fibrosis Questionnaire Revised 30 to support findings 
regarding medical device design and quality of life. 

Conclusion 

This study shows that: 

• Adolescent participants are able to critically appraise their 
medical technologies and describe the role they have in 
chronic condition management. 

• Medical device design can be linked to both adherence 
and achievement of adolescent goals. 

• Medical device use is a multifarious construct and a wide 
range of factors will influence adherence. 

This study investigated the psychosocial needs of ado- 
lescent users of medical devices in the daily management 
of CF and shows that an improved understanding of these 
needs is required to inform the design of medical devices 
for this user group. The provision of medical devices that 
have been designed to meet adolescent requirements will not 
only improve adherence and health outcomes, but will also 
support adolescents with chronic conditions to successfully 
transition into adulthood. 
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